Environmental Restoration Group, Ine.
#8209 Washinglon 5t NE, Suite 150

Afbuguergue, NM 87113
T {509} 2984224
Calibration and Voltage Platcay www. LRGofflce.com
Meter:  Manufacturen Ludlum Model Number: 2341 Serial Number: 149408
Distector:  Manufacturer: Ludlum Mode! Numben 44-10 Berial Number: PRIOOIIY
«f Mechanical Check i THR/WIN Operation HY Check (+/- 2.5%): B 500V ¥ 1000V W1 1500V
F/S Response Check v Reset Check Cable Length: 1 3%inch [} T2+inch b Other: 14
1 Geotropism & Audio Check »
W Meter Zeroed i Battery Check {Min 4.4 VDO Baromeiric Pressure:  24.57  inches Hg
Source Distance: | iContact ) 6 inches T Other Thrashold: 10mV Temperature: 74 °F
Source Geometry &) Side ) Below Other: Window: Relative Humidity: 20 %
Instrument found within tolersnee: B Yes [l No -
integrated
Range/Multiphier Reference Setting *As Found Reading” Meter Reading {Min, Count ng Seale Qﬁmt
% 1060 400 398 398 3085964
% 10066 166 98.6 88.6
x 160 406 309 399 39802
x 108 166 986 5.86
x 10 440 kR ER 3990
x 10 100 987 987
x1 400 399 399 359
% | 100 £ 98
High Volage Source Counts Background
768 345
800 19744 ggggﬁ
900 38845 £0000
@30 49974 50000
1000 57198 0000
30000
1050 61799 2000
HIOh 64635 100D
1150 66714 9271 8
1200 67531 &
Comments: HY Plateau Scaler Count Time = l-min. Recommended HV = 1150
Reference Instruments sndfor Sources:
Ludlum pulser serial number:L.. 97743 & 201032 Fluke multimeter serial number: [ 8749012
FAlpha Source: Th-230 @ 12,800 dpm (1/4/12) sn: 4098-03 W Gamma Source Cs-137 @ 5.2 oCH {1A4/12) s 4097-03
s1a Source: T{:nﬁ? @ 17,700 dpm (1/4/12) sn: 409903 .} Other Source:
Calibrated By: % e Calibration Date: 3.3 ¢p (. Calibration Due 3.} W‘"_{_fn?

i 5 J}/ ? //f’ ’ oo £
Reviewed By: f%w%%ﬁ M:’f: e Date: AR
ERG Form ITC 1814

This calibration coforms i she reguirements and sacceprable colibravion condirions of ANSE N334 - 1997

ED_006395_00000769-00001



